CORRIGENDUM

Dated 23.06.2015

With reference to tender no AIIMS/Pat/Tender/Equip./Pul./PFT/2015-16/35 dated 07/06/2015 pre bid meeting was held on 12/06/2015 at 3:00 pm in conference hall main building AIIMS Patna.

The issue raised by firm specification where discussed and committee recommend following corrigendum.

1. On page no 36 SPECIFICATION OF EQUIPMENTS MENTIONED IN SCHEDULE OF REQUIREMENTS serial no 1 ultrasonic true flow sensor based technology should be read as either ultrasonic true flow sensor based/ or Pneumotach bidirectional technology.

2. On page no 36 SPECIFICATION OF EQUIPMENTS MENTIONED IN SCHEDULE OF REQUIREMENTS serial no 18 should have meets and exceeds ATS/ERS criteria should be read as should meet or exceed ATS/ERS 2005 criteria.

3. On page no 36 SPECIFICATION OF EQUIPMENTS MENTIONED IN SCHEDULE OF REQUIREMENTS serial no 22 should have direct printer, plane paper A4 size should be read as should have direct printer or through PC printer for plain paper A4 size.

4. On page no 36 SPECIFICATION OF EQUIPMENTS MENTIONED IN SCHEDULE OF REQUIREMENTS serial no 23 should have FDA and CE certification should be read as US FDA and/or European CE certification.

5. The system should be supplied with all essential accessories required like compatible branded desktop PC [4 GB RAM, 500 GB HDD, 18.5" LED colour display, CD Writer, Windows 7 (32 Bit), DeskJet Colour printer, UPS (1 KVA), Diffusion Test gas cylinder (02 Nos) with Regulator (01 No.), Bacterial Filters/Spirettes (500 nos.), Nose clips (20 nos), Silicon Mouthpieces (200 nos.), Paper Mouthpieces Adult (500 nos), Paper Mouthpieces Paediatric (500 nos).

6. The last date of the submission of the tender is extended from 29.06.2015 to 10.07.2015 at 12:30 pm.

Faculty In-Charge
Procurement Cell
AIIMS, Patna