CORRIGENDUM

No. AIIMS/Pat/Tender/Corg./ operation theatre modular /2013  Dated: 11/11/2013

Ref.: AIIMS/Pat/Tender/ Operation theatre modular /2013 dated 17.10.2013 published in newspaper & hosted on website of www.aiimspatna.org

After the pre-bid meeting held on 28/10/2013, the following corrigendum is issued:

Semi modular Operation Theatre

Reference : Page no. 6 and Page no. 34

I.  Page no. 34, Main Eligibility Criteria, Point no. 1
   Tenderer should be a Pvt. Ltd. Or a Public Ltd. Company
   **To be corrected as**
   1. “Tenderer should be a Pvt Ltd. Or a Public Ltd. Company or Proprietorship Firm

II.  Ref: Page no. 34 Point no. 4
   Tenderer should have minimum Average Annual Turnover or Rupees Fifteen Crores during last two years. A documentary proof/CA certificate is to be submitted
   **To be corrected as**
   4. Tenderer should have minimum Average Annual Turnover or Rupees Three Crores during last three years. A documentary proof/CA certificate is to be submitted.

III.  Ref. Page 34 Points 5, 6, 7 & 8 word, “Integration”
   Point no. 5 : The tenderer or foreign manufacturer of integrated OT should have a full fledged service centre in India.
   **To be corrected as :**
   5. The tenderer or foreign manufacturer of Modular OT should have a full-fledged service centre in India
   Point no. 6: Should have at least two high end integrated modular OTs in government institutions in India.
   **To be corrected as:**
   6. Should have at least two Modular OTs in government institutions in India.
   Point no. 7 : The tenderer should be able to demonstrate the desired functionalities at fully integrated OT site in India to the technical evaluation committee.
To be corrected as:

7. The tenderer should be able to demonstrate the desired functionalities at OT site in India to the technical evaluation committee.

Point no. 8: In case the bidder is not an OT integration company then the bidder is required to submit an exclusive authorisation letter from the integration system manufacturing company. 

**THIS POINT STANDS DELETED.**

IV. Page no 40 Point no. 3: Equipment storage unit to be provided of dimensions approved by the user.

Stands corrected as:

**Equipment storage unit:**

Two equipment storage units in each OT of dimensions 1500mm * 1500mm * 450mm. The doors of the storage cabinet should house vacuum insulated glass. Each storage cabinet unit should have two partitions and each of them should have individual doors and locking system. The individual partition should have two detachable shelves each.

The last date for submission of tender has been extended to 30th Nov., 2013.

Medical Superintendent  
AIIMS Patna