CORRIGENDUM

No. AIIMS/Pat/Tender/Corg./ operation theatre/Ultrasound /2013   Dated: 19/09/2013


After the prebid meeting held on 18/09/2013, the following corrigendum is issued:

1. The Last date for Submission of tender document has been extended to 04th October, 2013.
2. Regarding the technical specifications:

Point 2 Should be suitable for assisting in vascular access, anesthesia nerve blocks, FAST examination and in the intensive care unit for diagnostic / therapeutic evaluation.

Will be read as:

Should be suitable for assisting in vascular access, anesthesia nerve blocks, FAST examination, abdominal small parts’ examination, Obstetric and Gynaecological examinations, cardiac evaluations and in the intensive care unit for diagnostic / therapeutic interventions.

Point 3 Should be light weight <5 kgs with a flat panel screen size of at least 10 inches with the provision to connect to a bigger monitor for use in OT.

Stands corrected as:

Should be light weight < 10 kgs with a flat panel screen size of at least 10 inches with the provision to connect to a bigger monitor for use in OT.

Point 15. Should have a built-in CD writer

Stands corrected as:

Should have a built-in CD writer/ USB port.

Point 19. System should support DICOM functionality, storage and also connect to PACS.
Transducers to be supplied with system

1. 3-16 Mhz linear array transducer
2. 2-5 Mhz curved array transducer

Stands corrected as:

System should support DICOM functionality, storage and preferably be connectable to PACS.

Transducers to be supplied with system

1. 3-16 Mhz linear array transducer
2. 2-5 Mhz curved array transducer AND
3. 1-5 MHz phased array echocardiography probe.
4. optional Paediatric Hockey stick probe (to be quoted separately)

the frequencies for all probes may vary by 1 Mhz (+/-)

(Rajiv Narayan)
Administrative Officer