CORRIGENDUM

No. AIIMS/Pat/Tender/ Eqp./Psy/ECT Machine /2013 Dated: 24/09/2013


After pre-bid meeting on 18.09.2013 and subsequent request sent by other bidders following corrigendum is issued:

- Point 5: Should have stimulus current 500-800 MA Frequency 20-120 Hz, Pulse Width 0.5-1.5 m.sec stimulation duration of 0.1-5.9 Sec should be read as should have stimulus current 500-800 MA Frequency 20-120 Hz, Pulse Width 0.25-1.5 milliseconds stimulation duration of 0.1-8.0 sec.

- Point 8: Should have facility upgrade to 24-32 Channels Digital EEG Systems should be read as minimum of 4-channel EEG and should have facility upgrade to 24-32 Channels Digital EEG Systems.

- Point 16: CPU – Dual Core -2.8, 1- GB RAM, 500-GB HDD, DVD Writer should be read as Windows 7 professional, 64 bit second generation i5 or i7 processor, 4GB RAM, 500 GB hard disk, CD/DVD optical drive, wireless LAN and Bluetooth, SVGA and HDMI output, atleast 4 USB port out of which atleast one must be USB 3.0 port

Additional points:
- Point 33: A/D resolution for EEG, ECG and EMG must be 12-24 bit
- Last date of submission of tender document is extended upto 07.10.2013 till 12:00 noon

(Rajiv Narayan)
Administrative Officer