CORRIGENDUM

NO. AIIMS/Pat/Admn/Tender/Biochem/SCL/2014/112

Dated: 03/09/2014


After pre-bid meeting on 02.09.2014, following corrigendum is issued:

Item No. 1. Cryofuge Refrigerated Centrifuge

a. Microprocessor controlled floor stand large volume refrigerated blood bank centrifuge with variable speed, minimum 100-5000 rpm or more.

b. Acceleration rate 10 and deceleration rate 10.

c. Maximum timer range: 10 second to 99 hours, with continuous operation.

d. Accessory: i) Windshield rotor with adapters for 500ml and 350ml blood bags
   ii) Rectangular bucket and adapters for smaller bags
   iii) Guaranteed 4°C at maximum speed

3.9.14