CORRIGENDUM

TENDER NO: AIIMS/Pat/Tender/Operation Theatre/Electrocautery/2013 DATED: 10.09.2013


After pre-bid meeting on 18.09.2013 following corrigendum is issued:

1) In point no. 7, Bipolar Forceps like cable should be read as Bipolar Forceps with cable.
2) Point no. 18 added as Should be having Patient Plate Monitoring System.
3) Point no. 19 added as The equipment should be approved by USFDA/ European CE.

(Rajiv Narayan)
Administrative Officer

---

Minute of Pre – Bid Meeting

With reference to Tender No. AIIMS/Pat/ Tender/ Operation Theatre/Electrocautery/2013 DATED: 10.09.2013 pre bid meeting was held on 18.09.2013. Following faculty members attended the meeting:

1. Prof. Vijayshil Gautam, Professor & Head, Department of Surgery, Trauma & Emergency
2. Dr. Sanjeev Kumar, Assistant Professor, Department of Surgery, Trauma & Emergency
3. Dr. Prashant Kumar Singh, Assistant Professor, Department of Surgery
4. Dr. Sudeep Kumar, Assistant Professor, Department of Orthopaedics.

Representative from the following firm was present (as per attendance sheet attached)
Alan Electronic Systems (P) Ltd.

The issues raised by the firm were discussed and the committee recommends for following corrigendum:

4) In point no. 7, Bipolar Forceps like cable should be read as- Bipolar Forceps with cable.
5) Point no. 18 added as- Should be having Patient Plate Monitoring System.
6) Point no. 19 added as- The equipment should be approved by USFDA/ European CE.