Corrigendum

With reference to tender no: AIIMS/Pat/tender/2016/Surgery/Coagulation/232 dated-22-05-2016 a pre-bid meeting was held on 27/05/2016 in committee hall, medical college building, AIIMS Patna.

The issue raised by the firms were discussed and the committee recommended for the following corrigendum issued.

Following lines are changed in technical specification:

2. Ultrasonic and bipolar energy in the system must work separately/integrated.

3. Ultrasonic energy/ integrated of bipolar and ultrasonic should be capable of sealing of 7mm blood vessels.

9. System should have the ability for software updates via USB memory stick/HDMI.

17. Remove word overheating.

18. The hand piece of the system should come with an inbuilt or separate transducer.

24. Unique word is removed.

28.

1. Seals 7mm vessels.

2. Seals 7mm vessels.

3. 23 to 35cm shaft length.

4. Line 4 deleted.

5. Should be optional.

29. Lap-2 lines should be optional

31.

2. Blue is deleted.

4. Adaptors word is deleted.

32. Single / Separate word should be inserted

33. Energy modalities monopolar or bipolar should be altered

34. Single button or separate button should be added.

sd/

Faculty In-charge
Procurement Cell
AIIMS, Patna