CORRIGENDUM

Date: 17/06/2016

With reference to Tender No. AIIMS/Pat/Tender/Equipt/Pul./Polysomnography/37, Dated 23 May 2016, a pre bid meeting was held on 6 June 2016 at 3:30 pm in conference hall main building AIIMS Patna.

The issue raised over specification by firm and was discussed and committee recommend following corrigendum.

1. On page no. 82 (3.1.a) EEG input should be 28 and above, should be read as EEG input amended to 25 & above.
2. On page no. 82 (3.1.d) The machine should have ECG: 4, should be read as The machine should have ECG – 1 no. instead of 4 no.
3. On page no. 82 (3.1.n) Actimeter: 2, should be deleted.
4. On page no. 82 (3.3) Additional 8 DC channels for external peripherals like capnography, PH, blood pressure Monitor etc., should be deleted
5. The last date of the submission of the tender is extended from 21 June 2016 to 4/7/2016 at 14:00 hours.

sd/-
Faculty In-charge Procurement Cell AIIMS, Patna