No: AIIMS/Pat/Tender/Corg./Obs & Gyne/2014  dated 13.05.2014

Ref: Tender No.AIIMS/Pat/Tender/Obs & Gyne/2014 dated 03.05.2014

Published in newspapers and hosted on website: www.aiimspatna.org

After pre bid meeting on 12.05.2014 at 12:00 hrs the following corrigendum is issued.

1) LABOR TABLE
   The specification mentioned on page 34 of the tender document
   “fitted with rexine covered mattress 30mm
   SHOULD BE READ AS:
   Mattress of table should be of washable material like Rexine/vinyl which should be
   at least 90mm in thickness.
   Additional features required are:
   a) U/perineal cut in middle section of the table
   b) Table should have stirrups/lithotomy rods with calf support
   c) Should be USFDA and CE approved.

2) EXAMINATION TABLE
   The specification mentioned on page 34 of the tender document
   “25 mm thick mattress” SHOULD BE READ AS: “Mattress should be at least 75mm
   Thick”
   Additional feature required is: Should be USFDA and CE approved

3) MOBILE LED LIGHT
   Specification is mentioned on page 34 of the tender document.
   Additional feature required is: Should be USFDA and CE approved.

4) BABY RADIANT WARMER
   Specification is mentioned on page 34 of the tender document.
   Additional feature required is: Should be USFDA and CE approved.
Minutes of pre-bid meeting on 12/5/2014 at 12.30 hrs for Tender for supply of equipments/furniture for department of Obstetrics & Gynaecology, AIIMS, Patna

Regarding Tender No. AIIMS / PAT / Tender / Obs & Gynae /2014 dated 3/5/2014, a pre-bid meeting was held in AIIMS, Patna on 12/5/2014 at 12:30hrs at committee room attended by

1) Dr. Hemali H Sinha, Head of Department (Obstetrics & Gynaecology)
2) Dr. Prajnanika Gurung, Assistant Professor (Obstetrics & Gynaecology)
3) Dr. Monika Anant, Assistant Professor (Obstetrics & Gynaecology)

and representatives of firms

1) Mr. Pravin Ranjan, Vishal Medical Devices.

Attendance sheet was signed by the aforementioned present in the meeting.

It was suggested by those present to make the following changes in the technical specifications of the tender document.

In S.NO 1 : Labor Table

1) 'U' / perineal cut in the middle section of the table
2) Table should have Stirrups/lithotomy rods with calf supports
3) Mattress of the table should be of washable material like Rexene/vinyl which should be atleast 90 mm in thickness
4) Should be US FDA & CE approved

In S.No 2 : Examination table

1) Mattress should be atleast 75 mm thick
2) Should be US FDA & CE approved

S.No 3: Mobile OT LED Light

1) Should be US FDA & CE approved

S. No 4 : Baby Radiant Warmer

1) Should be CE/USFDA approved should be read as US FDA & CE approved.

Dr. Hemali H Sinha,
Professor & Head
Department of Obs & Gynaecology

Dr. Prajnanika Gurung
Asst. professor
Department of Obs & Gynaecology

Dr. Monika Anant
Asst. professor
Department of Obs & Gynaecology