Corrigendum

After Pre-bid Meeting held on 01.03.2014, the following corrigendum is issued for supply of equipments for the Microbiology department.

1. The item no. 5 (Biosafety cabinet) should be with NSF 49/EN certification.
2. The item no 14 should be read as Semi-dry Western Blot Apparatus.

Sushmita Das
DR. SUSHMITA DAS
Asstt. Professor
Dated: 5.3.14