CORRIGENDUM

04/06/2014

Ref: TENDER NO: AIIMS/Pat/Tender/Eqp./Pathology & Lab Medicine/2014 DATED: 01.05.2014.

Following corrigendum for the tender is issued regarding technical specifications of Inverted Research Microscope with Fluorescence and Phase Contrast (S.No. 3, Page no. 37-38)

1) The illumination should be 12 V 100 watt Halogen
2) Light path of the system to be changed to 100:100 or 80:20
3) Software should include Image overlay
4) The camera should have dedicated greyscale mode for fluorescence imaging
5) 60/63 X and 100X should be apochromatic
6) Turret 5-8 positions
7) Mechanical stage should be rack less and have a Universal holder
8) Microscope digital camera and software should be from same manufacture for better system configuration.

Medical Superintendent
AIIMS Patna.

Dr. Ajit K. Saxena
Professor & Head
Department of Pathology & Lab Medicine
All India Institute of Medical Sciences
Patna -801505